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In accordance with

Vyrobca
Issued to (manufacturer)

Druh meradla

In respect of
Obchodna znacka/Typ
Trade mari/Type

Zakladné poziadavky
Essential requirements

Pouzité harmon. normy
a normat. dokumenty
Harmonised standards and
normative documents used

Popis a dokumentacia

Description and
documentation

Notifikovana osoba
Notified Body

Platny do
Valid until

Vystaveny dia
Date of issue
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Reg. No. 058/P-017

Ak sa na meradio vztahujl aj daliie technické predpisy, ktoré zahifaju iné aspekty meradla, E

Slovenska legalna metroldgia, n. o., Hviezdoslavova 31, 874 01 Banska Bystrica, Slovakia

FK-PC5-54

ES CERTIFIKAT TYPU

EC - type examination certificate

SK 12 - 042 MI-003 Rev.0 Add. 1

nariadenim vlady Slovenskej republiky &. 294/2005 Z. z. o meradlach v zneni
nariadenia vlady €. 445/2010 Z. z., ktorym sa transponuje smernica Eurdpskeho
parlamentu a Rady 2004/22/ES z 31 marca 2004 o meradlach v piatnom zneni do
pravneho poriadku Slovenskej republiky

Govemment Ordinance of the Slovak Republic No 294/2005 Coll. on measuring instruments
as amended by Govemment Ordinance No 445/2010 Coll., which implements, in the
Slovakia, the Directive 2004/22/EC of the European Parliament and of the Council of 31
March 2004 on measuring instruments as later amended

Mak-Say Elektrik Elektronik Malzemeleri San. Ve Tic.A.$.
istikial Mah. Fevzi Cakmak Cad. No:40 Kirag Esenyurt
Istanbul, Turkey

elektramer
active electrical energy meter
M550.2251

priloha &. 1 a priloha MI-003 k nariadeniu vliady SR &. 294/2005 Z. z.
Annex No 1 and Annex MI-003 to SR Govemment Ordinance No 294/2005 Coll.

EN 50470 - 1 Daisie pouzité dokumenty OIML R 46 FD
EN 50470 - 3 Further applied documents WELMEC 11.1
- WELMEC 7.2

Zakladné parametre, popis meradla a podmienky schvalenia sl uvedené v
zavere¢nom protokole &islo 049/1432/13 MI-003, ktory je sii¢astou tohto ES
certifikatu typu. VEetky vykresy, diagramy a dokumentacia su archivované v zlozke
oznacene] MAKSAY_M550_1.

The principal charactenistics, instrument description and approval conditions are set out in
the Final protocol No 049/1432/13 MI-003, which is part of this EC - type examinalion
cerlificate. All the designs, schematic diagrams and documentation are recorded in
reference folder MAKSAY_M550_1.
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predpokladu zhody meraula s tymito predpismi

conforms lo 1h5 pmws:ans of those Direclives
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